To evaluate the efficacy and safety of bipolar sealer for the reduction of intraoperative blood loss and transfusion requirements for patients undergoing major orthopedic surgery, including total knee arthroplasty (TKA), total hip arthroplasty (THA), and spinal surgery. and hemoglobin drop (WMD, -0.14; 95% CI, -0.27-0.00; P = 0.05). There were no significant differences between operation time, the length of the hospital stay and the occurrence of infection (P > 0.05). Compared to standard electrocautery, bipolar sealer can effectively reduce intraoperative blood loss and subsequent blood transfusion without increasing the rate of infections.
INTRODUCTION
Major orthopedic surgery, including total knee arthroplasty (TKA), total hip arthroplasty (THA), and spinal surgery, are associated with significant blood loss and subsequent blood transfusions [1] . The amount of blood loss after TKA has varied from 900 mL to 2000 mL, and the percentage of patients who need a blood transfusion can be as high as 39% [2] [3] . For THA, the blood loss ranges from 1000 mL to 2000 mL, and the percentage of patients who require a blood transfusion can be as high as 40% [4] . It has been reported that the total perioperative blood loss during posterior spinal fusion ranges from 600 to 1500 mL [5] [6] [7] . Blood transfusion carries a risk of immunological and non-immunological adverse effects and can even increase mortality [8] [9] [10] . Surgical blood loss is an important component of perioperative total blood loss in major orthopedic surgery. Numerous studies have investigated the efficacy of bipolar sealer for reducing intraoperative blood loss and transfusion requirements in patients undergoing orthopedic surgery with varying results [11, 13] . Thus, we conducted a meta-analysis of randomized controlled trials to assess the effectiveness and safety of bipolar sealer for reducing intraoperative blood loss and transfusion requirements in major orthopedic surgery, including knee, hip, and spinal procedures. www.impactjournals.com/oncotarget
MATERIALS AND METHODS

Search strategies
PubMed, Embase, and Cochrane Database of Systematic Reviews, Web of Science and Google scholar were searched within a date range from inception of the databases up to November 2016. The search terms included "bipolar sealer", "total knee arthroplasty", "total hip arthroplasty" and "spinal surgery". Manufacturer documentation and published reviews were also reviewed for additional studies. There were no restrictions on the publication dates or language. Search strategies can be obtained in Supplementary Table 1 .
Inclusion criteria and exclusion criteria
Studies were included if they met the following criteria: (i) participants underwent orthopedic surgery, including TKA, THA and spinal surgery; (ii) patients were randomly assigned to the treatment group with bipolar sealer and the control group received standard electrocautery; (iii) the study measured the following outcomes: intraoperative blood loss, the need for transfusion, hemoglobin drop, operation time, length of hospital stay and the occurrence of infection; and (iv) the study was an RCT.
Studies were excluded if they were non-RCTs, letters, meeting abstracts or did not have sufficient data for the meta-analysis.
Study selection
The initial electronic database searches for identifying potential studies to include based on title and abstract information were performed by two independent authors. Complete study reports were assessed independently by both authors. If there was insufficient data, the authors of the study were contacted by e-mail or telephone for more information and to clarify the data. Any disagreement was resolved by consensus or a consultation with the senior author. References and data for each included study were carefully rechecked to ensure that no overlapping data were present.
Data extraction
Data were extracted from the included studies and recorded in a pre-generated standard Microsoft ® Excel (Microsoft Corporation, Redmond, Washington, USA) file by two independent authors. Any disagreement was resolved by consensus or consultation with the senior author. The data that were extracted included the author and publication year, case and mean age of the bipolar sealer and standard electrocautery, transfusion criteria, operation approach, follow-up, surgical methods and outcomes. If the data were not reported numerically, we extracted them using the Software "Getdata Graph Digitizer" to analyze the published figures [14] .
Quality assessment
The Cochrane risk of bias tool was used to evaluate the risk of bias [15] . Two authors independently reviewed all included RCTs and the following categories: selection bias (random sequence generation and allocation concealment), performance bias, detection bias, attrition bias, reporting bias and other bias. The biases were graded according to risk as 'high', 'low' or 'unclear'. All discrepancies were resolved by consensus or in consultation with the senior author. Kappa values was calculated by 2 reviewers and were rated as follows: fair, 0.40 to 0.59; good, 0.60 to 0.74; and excellent, 0.75 or higher [16] .
Quality of evidence assessment
Two reviewers independently evaluated the quality of evidence assessment in accordance with the Grading of Recommendations Assessment, Development and Evaluation (GRADE) methodology [17] . Risk of bias, inconsistency, indirectness, imprecision and publication bias were the assessment items [17, 18] . Each result was classified as high, moderate, low, or very low. GRADE Pro software was used to construct summary tables for the included studies.
Statistical analyses
Review Manager software (version 5.3.0; The Nordic Cochrane Centre, Copenhagen, Denmark) was used to analyze the results. Continuous data (intraoperative blood loss, hemoglobin drop, operating time, length of hospital stay) was calculated as a weighted mean difference (WMD) with a 95% confidence interval (CI). Dichotomous data (i.e., the need for transfusion and the occurrence of infection) were expressed as relative risk (RR) with a 95% CI. Statistical heterogeneity was assessed using the I 2 value. An I 2 value > 50% was considered to suggest statistical heterogeneity and random effects modeling was performed. Otherwise, a fixed effects approach was used. Subgroup analysis was performed according to surgical category and the quality of the included studies. A P value less than 0.05 was considered to indicate a significant difference.
Trial sequential analysis
Trial sequential analyses were performed with trial sequential analysis version 0.9.5.5 beta (www.ctu.dk/tsa). Due to sparse data and repetitive testing of cumulative data, traditional meta-analyses have a risk of random errors www.impactjournals.com/oncotarget [19] [20] [21] . Thus, trial sequential analysis was necessary if the final results were too sparse to reach firm conclusions. Trial sequential analysis is comparable to interim analysis in a single trial, and the trial sequential monitoring boundary can be applied to meta-analysis to determine whether the P value is small enough to show the anticipated effect and whether the trial should be terminated early [22] . If the cumulative z-curve trial crossed the sequential analysis boundary or the futility zone was crossed, more trials were not needed to change the final conclusion.
RESULTS
Search results
Initially, a total of 238 studies were identified, and 183 studies were screened after duplicates were removed. A total of 164 papers were excluded according to the title and abstracts. Then, a total of 7 non-RCTs were excluded according to the inclusion and exclusion criteria. Finally, we identified 12 RCTs with 1130 patients (bipolar sealer = 555, standard electrocautery = 575) that were associated with orthopedic surgery [11, 12, 23, 32] (Figure 1 ). A total of 6 studies involved THA [11, 28, 32] , 3 studies involved TKA [12, 23, 24] , and 3 studies involved spinal surgery [25, 27] . The number of patients included in the studies ranged from 25 to 100. The mean age of the patients in the included studies ranged from 55.4 to 73.3. The ages of the male patients ranged from 13 to 66. The general characteristics of the included studies are shown in Table 1 .
Quality assessment
The quality assessment of the included RCTs is shown in Figure 2 and Figure 3 . Random sequence generation were conducted adequately in 5 studies [23, 25, 28, 32] and allocation concealment was performed adequately in 5 studies [11, 23, 24, 28, 32] . Because it was impossible to blind the participants and surgeons who performed the surgery, all outcomes had an unclear risk of bias for this domain [11, 12, 23, 32] . The detection bias was low in 6 studies [11, 23, 25, 28, 30] , and the rest had unclear risk bias [12, 24, 26, 27, 31, 32] . Attrition bias, reporting bias and other biases were low in 9 studies [11, 12, 23, 25, 28, 32] and the remaining 3 studies all had unclear bias [24, 26, 27] . The overall kappa value was 0.704.
Quality of evidence assessment
A summary of the quality of the evidence according to the GRADE approach is shown in Supplementary  Table 2 . The GRADE level of evidence was low for intraoperative blood loss, and it was moderate for the need for transfusion, hemoglobin drop, operation time, length of hospital stay and the occurrence of infection.
Intraoperative blood loss
Total blood loss was examined in 10 trials [11, 23, 28, 30, 32] with 955 patients. These trials randomly selected 479 patients to receive bipolar sealer and 476 patients to received standard electrocautery. A pooled WMD for all patients was completed, and the data showed there was significant heterogeneity (I 2 = 94%). Compared to standard electrocautery, bipolar sealer was associated with less total blood loss by a mean of 105.30 mL (95% CI, -169.17 to -41.43; P < 0.00001, Figure 4) . The subgroup analysis results are presented in Table 2 . Funnel plot results for intraoperative blood loss are shown in Figure 5 . TSA demonstrated that the required information size was reached, and the cumulative z-curve crossed the traditional boundary, which indicated that additional studies were not needed and would be unlikely to change the conclusions (Figure 6 ).
The need for transfusion
Data on blood transfusion were available in 8 studies [11, 12, 23, 26, 28, 30, 32] , which included a total of 848 patients. A pooled RR for all patients was completed and the data showed there was no significant heterogeneity (I 2 = 31.7%). Bipolar sealer reduced the probability of receiving a blood transfusion by 9.25% (RR, 0.68; 95% CI, 0.53-0.86; P = 0.001, Figure 7 ). Funnel plot results for the need for transfusion are shown in Figure 8 . The cumulative z-curve crossed the traditional boundary, but not the trial sequential monitoring boundary and did not reach the required information size, which suggested there was a need for more evidence to establish whether bipolar sealer was associated with less intraoperative blood loss compared to standard electrocautery ( Figure 9 ).
Hemoglobin drop
Data on hemoglobin drop were available for 9 trials [11, 12, 23, 24, 26, 28, 30, 32] , including a total of 911 patients. A pooled WMD for all patients was completed, and the data showed no significant heterogeneity (I 2 = 26.0%). Bipolar sealer was associated with less hemoglobin drop compared to standard electrocautery (WMD, -0.14; 95% CI, -0.27-0.00; P = 0.05, Figure 10 ).
Operation time
Data on operation time were available for 7 trials [24, 26, 28, 31, 32] , which involved 627 patients. A pooled WMD for all patients was completed, and the data showed no significant heterogeneity (I 2 = 34.0%). Bipolar sealer was associated with lower operating times compared to standard electrocautery (WMD, -1.96; 95% CI, -5.46 to 1.53; P = 0.27, Figure 11 ). www.impactjournals.com/oncotarget
Length of hospital stay
Data on the length of the hospital stay were available for 9 trials [11, 23, 26, 28, 31, 32] , which included a total of 755 patients. A pooled WMD for all patients was completed, and the data showed significant heterogeneity (I 2 = 59.0%). Bipolar sealer was associated with a lower length of hospital stay compared to standard electrocautery (WMD, -0.21; 95% CI, -0.50 to 0.08; P = 0.16, Figure 12 ).
The occurrence of infection
Data on the occurrence of infection were available for 7 trials [12, 23, 26, 29] , which included a total of 549 patients. A pooled RR for all patients was completed, and BP, bipolar sealer, C, control group; NS, not stated; THA, total hip arthroplasty; TKA, total knee arthroplasty; Hb, hemoglobin; 1 intraoperative blood loss; 2 need for transfusion; 3, Hb drop; 4, operating time; 5, length of hospital stay; 6, the occurrence of infection. the data showed no significant heterogeneity (I 2 = 0%). Bipolar sealer reduced the probability of infection by 2.19% (RR, 0.41; 95% CI, 0.15-1.15; P = 0.09, Figure 13) .
DISCUSSION
In the current meta-analysis, we evaluated the efficacy and safety of bipolar sealer for patients that received major orthopedic surgery. Based on the pooled estimates, bipolar sealer, compared to standard electrocautery, was associated with a significant reduction in the total blood loss, need for transfusion and hemoglobin drop. The use of bipolar sealer was not associated with a significant reduction in operating time, length of hospital stay and the occurrence of infection.
The current meta-analysis demonstrated that bipolar sealer had a beneficial effect on the total blood loss and the subsequent need for blood transfusion. In a previous meta-analysis of 6 studies that compared bipolar sealer treatment with standard electrocautery in patients with major orthopedic surgery, Min and colleagues [13] found that bipolar sealer appeared to be effective for reducing blood loss and the need for transfusion after THA. However, Yang et al [33] observed that bipolar sealer did not significantly reduce intraoperative blood loss, and it is not recommended for primary THA. Lu et al. [34] revealed that the use of a bipolar sealer is superior to standard electrocautery for reducing intraoperative blood loss during spine surgery. Thus, we could not determine whether bipolar sealer had a significant influence on controlling blood loss. Therefore, more large scale trials are needed to verify the effects of bipolar sealer on patients for major orthopedic surgery. Current metaanalysis indicated that bipolar sealer was associated with intraoperative blood loss by a mean of 105.30 mL and reduced the probability of receiving a blood transfusion by 9.25%. Obviously, the difference had clinical importance.
As for operation time and length of hospital stay, there was no significant difference between patients who received bipolar sealer or standard electrocautery for major orthopedic surgery. A previous meta-analysis that included non-RCTs compared bipolar sealer to standard electrocautery during total joint arthroplasty (including TKA and THA) and found no significant differences between bipolar sealer and standard electrocautery in terms of operation time and length of hospital stay [35] . Seviciu et al [24] . revealed that there were no significant differences between bipolar sealer versus standard electrocautery in terms of operating time and length of hospital stay after TKA. As for infection, there was no significant difference between bipolar sealer and standard electrocautery for major orthopedic surgery.
Another major concern was the cost-effectiveness of using bipolar sealer for major orthopedic surgery. Derman et al [36] . revealed that the bipolar sealer group had a lower operation time and accounted for a savings of $430 per patient, and these savings did not offset the $500 cost of the device itself (which increased the cost by $70 per operation). Morris et al. [30] also revealed that bipolar sealer increased the costs several times compared to standard electrocautery. Ackerman et al. [37] used a hospital administrative database to show that there were no significant differences in total hospital costs between the bipolar sealer group and the standard electrocautery group. Thus, a direct and specific cost-effectiveness comparison is necessary before widely implementing bipolar sealer. F There were several limitations to this metaanalysis: (1) the blinding of participants and personnel was unclear and may have resulted in performance bias; (2) the duration of follow-up in some studies was relatively short, and long-term follow-up is needed for meta-analysis; and (3) the results for intraoperative blood loss had large heterogeneity that affected the final conclusion. Additionally, a direct and specific costeffectiveness comparison between bipolar sealer and standard electrocautery is necessary before implementing bipolar sealer.
CONCLUSIONS
In conclusion, the results of our meta-analysis indicate that bipolar sealer can decrease intraoperative blood loss, the need for transfusion, and hemoglobin drop without increasing the occurrence of infection. Additionally, there were no significant differences between the operating time and the length of hospital stay. This was the largest meta-analysis to evaluate the efficacy and safety of bipolar sealer after major orthopedic surgery. Although, cost-effectiveness should be evaluated before implementing bipolar sealer.
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